
PULSE GENERATOR 

PERFORMANCE CHECK 

Model: ANG-I-P 

S.N.: GO? eS 

a) Output signal amplitude: 

O TO +aSo VOLTS 

b) Pulse width: 

<= NS 

c) Rise time: 

NA 

d) Fall time: 

NA 

e) PREF: 

Go db ATTEN 0 To So kHz 

100 VOLTS DIV f) oe stability: 

PRF = 380 kHz g) Prime power: 

+15 VOLTS 

aso mA 
wh


