
PULSE GENERATOR 

PERFORMANCE CHECK 

Model: AVC -34 ~CoAL 

SN: ES2ZY 

Date: DEC 10/9 

a) Output signal amplitude: 

+ 1/50 Vo t¥50 VelLTS 

b) Pulse width: 

7NS CRT 20% pornt) 
ec) Rise time: 

&Y SNS 

ad) Fall time: 

LY 3nus 

e) PRF: 
O To 20 KAz 

f) Jitter, stability: 

OK 

. g) Prime power: 

a oe + I5 YyolTs 
o a PFI PR? 350 mA Cmax) 

- . 1/22 L228 DW h) Spurious: ~ 
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