
PULSE GENERATOR 

ACCEPTANCE TEST REPORT/PERFORMANCE CHECK SHEET 

Model: A@NVO-a2-C-GBEO3-RKS-F-OPI-M 

S.N.: lol 44 

Date: Feb. la, 2002 

a) Output signal amplitude: 

0 To ta AMP 

b) Pulse width: 

7 NS 7 

c) Rise time: 

€2aNS ~ 

d) Fall time: 

fans 7 
e) PREF: 

0 To ao kHz ~- 

f) Jitter, stability: 
OK 

g) Prime power: / 

‘yaofagov, 50-60 Hz fo 

MONITOR ouT To 4o 4B 

wovjorv, a AMP/DIV 

5 NS/DIV 

AVO-aT- BECAGBS CONNECTED 

via a 6 METER CABLE 

IngSad IN SERIES WITH 

used aS TEST LOAD-


