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PULSE GENERATOR 

PERFORMANCE CHECK 

PPO - 4 =f 
AD FSD 

Brule 2> an 

Output signal amplitude: 

~ 25 FO Ke0 au“ 
Pulse width: 

A 25 ASCs 
Rise time: 

Lp? 
Fall time: 

vata 

PRF: 

Jitter, stability: 

LZ 
Prime power: 


