
PULSE GENERATOR 

PERFORMANCE CHECK 

Model: GILL) —A4AP7~ _ FSS / EK 

s.n.: GASIO 

a) Output signal amplitude: 

> 460 CPD 
b) Pulse width: 

js ws flittad 
ec) Rise time: 

< (00 2X 
d) Fall time: 

a3 AW 

e) PRF: 
2 70 2% Be. 

f) Jitter, stability: 

OK 
g) Prime power: 
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